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Abstract Anal ﬁstula is one of the three greatest anorectal diseases with a high prevalence. The
traditional treatments(e.g., surgery) for ﬁstula have limitations due to damage to the internal anal
sphincter of patients. With recent advances in biomaterials, treatments based on biomaterial ﬁlling
(e.g., scleraprotein injection, ﬁstula plug) have emerged as novel therapies for ﬁstula. The anal ﬁstula
plug (e.g., based on small intestinal submucosa (SIS)) has attracted increasing attention because of
short term healing rate and biocompatibility. However, challenges remain for this method such as
plug falling as observed in clinics. To address this, this paper analyzes the case of SIS falling under
physiological condition from mechanical point of view using ANSYS simulation. It then proposes
three new geometrical structures for ﬁstula plug and compares their mechanical behavior (e.g., axial
stress, reaction of constraint) with that of clinically used structure (cone shape). Based on the
simulation, it optimizes the geometric parameters of ﬁstula plug. The approach developed here can
help to improve the design of ﬁstula plug for better clinical treatments. c© 2012 The Chinese Society
of Theoretical and Applied Mechanics. [doi:10.1063/2.1201407]
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Anal ﬁstula is a tract connecting anal canal or rec-
tum and perianal skin (Fig. 1(a)), which is usually in-
duced by surgery. Traditionally, surgery is performed
for treating ﬁstula. However, traditional surgery may
induce damage to anal sphincter and cause great pain,
which negatively aﬀects life quality of patients.1 There-
fore, more eﬀective treatment are urgently needed for
ﬁstula.
With recent advances in biomaterials such as
hydrogels,2 there are widespread applications of bio-
compatible biomaterials in clinics including treatment
of anal ﬁstula.3 For instance, ﬁstula plug made with
small intestinal submucosa (SIS) is now used widely for
ﬁstula treatment4 (Fig. 1(b)). This treatment can pro-
tect patient’s sphincter with reduced pain sensation and
the patient may get back to work soon. Fistula plug is
therefore strongly recommended by American Society
of Colon and Rectal Surgeons (ASCRS).3 Fistula plug
can also be combined with other traditional treatments
to improve the cure rate.5 However, the failure of ﬁs-
tula plug (e.g., falling) often occurs. Although the rea-
son for this failure has not been uniﬁed, it is generally
accepted that the mechanical loading during sitting or
running makes the plug falling.6–8 To prevent the plug
falling, the plug has been designed as a cone shape4 and
is ﬁxed with surrounding tissues using suture during
surgery (Fig. 1(b)). However, the falling rate remains
high. There is still an unmeet need to understand the
falling mechanism and improve the plug structure.
a)Corresponding author. Email: zhaogp@mail.xjtu.edu.cn.
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Fig. 1. Treatment of ﬁstula using plug: (a) schematic of
ﬁstula; (b) its clinical treatment with ﬁstula plug.4 The plug
is dragged to ﬁll the ﬁstula in the direction from the inside
of ﬁstula tract.
In this study, we performed mechanical analysis of
the ﬁstula plug under physiological condition (i.e., un-
der loading of body weight). We hypothesized that the
falling oﬀ is due to the axial force applied on the plug
by the surrounding tissues. To check this hypothesis,
we performed a numerical simulation based on ﬁnite el-
ement method (FEM) using ANSYS.
According to the clinically relevant structure
(Fig. 1(b)), we built a physical model for the ﬁstula
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Table 1. The geometry parameters of plug used in this
study.
Total Suture Face Face
length length diameter diameter 2
L¯0 L¯1 D¯1 D¯2
1 0.13 0.22 0.13
plug (Fig. 2(a)). We chose the properties of SIS in this
study (e.g., Young’s modulus9), which is widely used
in clinics for ﬁstula plug due to its good biocompati-
bility. Although there is limited data reported in lit-
erature on the SIS’s mechanical property, SIS has the
hyperelastic mechanical property close to the rubber ac-
cording to its uniaxial tensile stress-strain relationship.9
Besides, we observed in clinics that the SIS plug can
return to its original shape when it falls oﬀ. There-
fore,we assumed the poisson’s ratio of SIS to be 0.5
and used Neo-Hookean model for SIS, which can use a
stress-strain curves of one deformation to forecast other
deformations.10 The material model is presented as
W = C01(I1 − 3)2, (1)
where W is the density of strain energy, C01 is equal
to half of initial shear modulus and the I1 is the ﬁrst
invariant of Green Strain. I1 can be presented as
I1 = ε1 + ε2 + ε3, (2)
where ε1, ε2, ε3 are the ﬁrst, second and third principal
strain, respectively.
Initial shear modulus of 3.33 kPa was used in this
study, which was obtained from the stress-strain data
of SIS reported in literature.9 The geometry data of
the plug used in this paper is from clinics and we used
dimensionless scales based on the total length (L0 =
2.3 cm) (Table 1).
L¯0 = L0/L0, L¯1 = L1/L0,
D¯1 = D1/L0, D¯2 = D2/L0,
where L0 is the total length, and L1, D1, D2 are the
length of suture part, diameter 1 and diameter 2 of the
plug, respectively.
Fistula plug is implanted into patient’s ﬁstula tract
by surgery and ﬁxed with surrounding tissues using
surgery suture at the suture part (Fig. 2(b)). We set
the mechanical boundary conditions and loading based
on body weight (Fig. 2(c)). In the numerical model, an
axial displacement constraint was set on surface at the
suture part, where the plug is sutured to the surround-
ing tissues. The displacements in the radial direction
and circumference direction on surface at the suture
part are set free. The surface of other parts has no
constraint. The pressure P0 is the rectal resting pres-
sure and P is the pressure caused by body weight. The
P0 was set as 2 200 kPa for a normal person
11 and P was
estimated as half of body weight (70 kg) divided by the
Fig. 2. Mechanical analysis of clinically used ﬁstula plug:
(a) the FEM model of plug; (b) the enlarged view of ﬁs-
tula; (c) schematic diagram of loading and displacement of
plug; (d) veriﬁcation of FE model, and (e) the axial stress
of clinically used plug.
cross section area at waist. The reaction of constraint
on the plug (e.g., suture part) will apply force to the
surrounding tissues sutured to the plug. If this force is
large, it may induce cell death and increase the falling
possibility. With this physical model and mechanical
loading, we ﬁrst veriﬁed our numerical model with the
experimental result from the literature9 (Fig. 2(d)). We
observed good agreement between our simulation and
experimental data. We then checked the axial stress of
plug under body weight (Fig. 2(e)). It could be found
from the results that the reaction of plug (axial stress
on the surface of suture part) is large. For example, the
axial stress on the surface of suture part is more than 2
times of pressure. This may be the reason for the high
falling rate.
To decrease the reaction and address the problem
of the plug falling, we proposed three new plug struc-
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Fig. 3. Mechanical analysis of the proposed new plug structures: Schematic diagram of (a) candied gourd model; (b) thread
model; (c) platform model.Comparison of (d) reactions of constraint and (e) maximum axial stress with diﬀerent L; (f)
the reaction of constraint under diﬀerent body weights, and (g) the segment, slope and junction of segments for diﬀerent
structures.
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tures, i.e., candied gourd model (Fig. 3(a)), thread
model (Fig. 3(b)) and platform model (Fig. 3(c)). We
compared their mechanical behavior to clinically used
plug model, i.e., the reactions at suture part of plug
(Fig. 3(d)), the max axial stress in the plug to prevent
fracture (Fig. 3(e)), and eﬀect of body weight on reac-
tion (Fig. 3(f)).
The parameters in Fig. 3(a)–3(f) are deﬁned as L¯ =
L/L0, P¯r = Pr/P0, σ¯ = σ/σS , M¯ = m/m0, where L
is the length of a segment. The Pr is the reaction of
the axial displacement constraint on surface, σ is the
maximum axial stress of a model, σs is the fracture
limit for uniaxial tension of SIS (12 MPa),12 m is the
body weight and m0 is the average body weight 70 kg.
To compare the mechanical behavior of diﬀerent
plug structure, we ﬁrst checked the reactions under dif-
ferent L¯ for M¯ = 1 (Fig. 3(d)). The results show that
for candied gourd model the reaction is the least when
L¯ = 0.1. This is because the pressure P applied on
every segment balances on axial direction. Then the re-
sultant forces on axial direction is the sum of axial forces
induced by P0 applied on the left side of plug and the
axial component of P that applied on the surface of the
half segment (red dash box in Fig. 3(a)–3(c)) connect-
ing the suture part. When L¯ is changed, the surface
area of the half segment and its tilt angle are changed.
When L¯ = 0.1, the resultant force is least for all the
three new models.
For the three new models, the maximum axial stress
is located at junction of segments. From the curve of
candied gourd model, we found that the stress σ¯ in-
creases with increasing L¯. When L¯ increases from 0.08
to 0.18, the slope of surface also increases from 0.43 to
1.34 (Fig. 3(g)), which makes the stress concentration
eﬀect more serious resulting in increased maximum ax-
ial stress. In the cases of thread and platform models,
σ¯ decreases with increasing L¯. This is associated with
the increase of L¯ from 0.08 to 0.18, the slope of surface
decreases from 1.42 to 0.77 for thread model and from
1 to 0.5 for platform model (Fig. 3(g)). So the stress
concentration gets less serious owing to decreased max-
imum axial stress. From Fig. 3(e), we found that under
the physiological condition, the maximum stress (0.6-
5 kPa) for all the models is far smaller than the tensile
strength of SIS material (1.2 MPa). This result indi-
cates that the mechanical loading on the plug is within
the safe range.
To checked the eﬀect of body weight, we performed
the simulation of diﬀerent body weights from 50 kg
to 100 kg with L¯ = 0.1 which gives smallest reac-
tion (Fig. 3(d)). We observed a linear relationship be-
tween reaction and body weight (the slopes are 0.065 6,
0.046 2, 0.059 1, 0.065 7 for cone-shape model, candied
gourd model, thread model and platform model respec-
tively). We also observed that the reaction of constraint
for candied gourd model is always smaller than other
models in the range of body weight.
In summary, we developed an FEM model for ﬁs-
tula plug under physiological condition in this study.
We also proposed three new plug structures with de-
creased mechanical loading on the plug compared to
clinically used plug. The results of parameter analysis
indicate that the candied gourd model with L¯ = 0.1
gives the smallest reaction and axial stress compared to
other structures, which holds great potential to improve
anal ﬁstula plug falling.
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